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During May and June of 2003 NASA conducted the DC-8 Inlet
Characterization Experiment (DICE). The study was undertaken
to quantify the performance of three passive, solid diffuser inlets
used aboard the DC-8 aircraft to sample optically effective aerosol
sizes. Aerosol optical properties measured behind the University of
Hawai’i (UH) and the University of New Hampshire (UNH) inlets
were within 10% of the ground based measurements whereas the
NASALangley (LaRC) inlet reduced scattering values for supermi-
crometer dust by approximately 50%. Based on the DICE results
the aerodynamic 50% passing efficiency of the inlets and transport
plumbing is determined to be above 5.0 and 4.1µm for the UH and
UNH inlets and 3.6µmfor theLaRC inlet. These aerodynamic sizes
correspond to geometric particle diameters of 3.1, 2.5, and 2.0 µm
ignoring shape factor and assuming particle densities of 2.6 g cm−3.
Sea salt aerosols sampled at high relative humidity revealed that the
UH and the UNH inlets performed nearly identically in the marine
environment. Aerosol optical properties measured behind the UH
inlet were within 30% of measurements made at the NOAA/ESRL
Trinidad Head Observatory and in some cases were better than
10%.We conclude that quantitativemeasurements of optical prop-
erties and processes linked to aerosol surface chemistry can be ef-
fectively studied aboard theNASADC-8 using theUHandUNH in-
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lets because aerosol particles less than 4 µm in aerodynamic diam-
eter typically dominate aerosol optical properties and surface area.
INTRODUCTION
Sea-salt and mineral dusts are primary aerosols generated
mechanically during air-sea interactions and land surface pro-
cesses (i.e., aeolian erosion). Though low in particle number,
these aerosols can dominate the aerosol surface area and vol-
ume distributions and on a mass basis have the highest global
emission rate (Tg yr−1) of all aerosol species (Raes et al. 2000).
Despite the vast surface area of the world ocean, the effective re-
moval of sea salt aerosols by wet deposition typically confines
these aerosols to the marine boundary layer (MBL). Mineral
dust from the Sahara (Haywood et al. 2001; Reid et al. 2003a;
Reid et al. 2003b), from Asia (Clarke et al. 2001; Husar et al.
2001), and from continental North America (Talbot et al. 1998)
has been sampled by aircraft at altitudes as high as 12 km.
Recent collaborative multi-national, inter-agency experi-
ments such as ACE-1, PEM-Tropics A & B, INDOEX, ACE-
Asia, and TRACE-P have included airborne in-situ measure-
ments of aerosol optical, chemical, andmicrophysical properties
(Bates et al. 1998; Hoell et al. 1999; Huebert et al. 2003; Jacob
et al. 2002; Ramanathan 2001; Raper et al. 2001). These data
sets are used to characterize aerosol sources/sinks, to initial-
ize and evaluate chemical transport models (CTMs), to quan-
tify aerosol direct and indirect radiative effects, and to validate
satellite retrievals of aerosol optical properties. Use of the air-
borne observations in these types of investigations requires ac-
curate determination of aerosol properties over a broad range
of particle diameters. Aspiration of supermicrometer (Dp >
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1.0 µm) particles into high velocity sampling platforms is a sig-
nificant challenge because of inertial and turbulent losses of the
particles within the sampling inlets and carrier tubing (Sheridan
andNorton 1998;Wendisch et al. 2004). This difficulty has been
known for some time (Huebert et al. 1990) and has stimulated
a number of experiments designed to evaluate the magnitude of
large particle losses and the efficiency of both active and pas-
sive airborne sampling systems (Blomquist et al. 2001; Huebert
et al. 2004;Murphy andSchein 1998; Porter et al. 1992). Results
from these experiments have shown that discrepancies can exist
not only between ground based and airborne sampling systems
(Dibb et al. 2002) but also between aircraft flying wingtip-to-
wingtip and employing nearly identical instrumentation behind
similar inlets (Moore et al. 2004).
NASA sponsored the DC-8 Inlet Characterization Experi-
ment (DICE) in order to characterize the transmission efficiency
of aerosol inlets that would potentially be deployed aboard air-
craft during the Intercontinental Transport and Chemistry Ex-
periment (INTEX-NA) as well as to investigate measurement
discrepancies identified between the NASA DC-8 and NASA
P3-B during the TRACE-P mission (Moore et al. 2004). Flights
were based out of NASA’sDryden Flight Research Center at Ed-
wards Air Force Base, CA, during May/June 2003. DICE was
undertaken to address the following specific questions:
• Does inlet-specific performance compromise our abil-
ity to establish submicrometer and supermicrometer
aerosol optical properties?
• How do our sampling limitations impact our ability to
quantify submicrometer and supermicrometer aerosol
surface area and mass?
• What are the size dependent differences of the DC-8
inlet systems?
• How do these differences vary as a function of altitude,
air speed, aircraft attitude (pitch, roll, yaw), ambient
relative humidity, and aerosol type?
• Whether an actively controlled low turbulence inlet
(LTI, (Wilson et al. 2004)) would significantly improve
assessment of aerosol surface area or optical properties
aboard the NASA DC-8?
DICE instrumentation and flight plans were designed to ac-
quire data over a broad range of aerosol types and sizes within
both dry and humid air masses. In this report we focus on quan-
tifying:
• Differences in submicrometer and supermicrometer
optical properties measured behind the UH inlet com-
pared to those measured at a ground based station at
Edwards Air Force Base (EDW), California and the
NOAA/ESRLi Coastal Observatory at Trinidad Head
(THD), California.
iFormerly the NOAA Climate Monitoring and Diagnostics Labora-
tory (CMDL).
• Differences between supermicrometer aerodynamic
size distributions measured behind each of the inlets
compared to those measured on the ground at EDW
(an environment dominated by mineral dust).
• Inter-inlet differences for supermicrometer scattering
and the aerosol size distribution when coarse mode
scattering is dominated by mineral dust or sea salt.
Inlets
Ground basedmeasurements of aerosol optical properties and
size distributions were conducted on top of the air traffic control
tower at Edwards Air Force Base. The EDW ground-station’s
omni-directional aluminum inlet, modeled after Liu et al. (1983)
without a 10 µm impactor, quantitatively sampled aerosols up
to 10 µm diameter and has approximately a 50% sampling ef-
ficiency for 15 µm diameter particles in wind speeds at least
up to 7 m s−1 (Maring et al. 2000). Ground based measure-
ments of marine aerosol optical properties were conducted at
the NOAA/ESRL Observatory at Trinidad Head, California.
The 50% sampling efficiency is calculated at 8 µm aerody-
namic diameter for light to moderate winds (J. Ogren,personal
communication).
University of Hawai’i Shrouded Solid Diffuser Inlet
The University of Hawai’i shrouded solid diffuser inlet was
designed byDr. Antony Clarke and used aboard the NASAP3-B
during PEM-Tropics A & B and TRACE-P (Clarke et al. 2004;
Moore et al. 2003). It was designed for a nominal volumetric
flow rate of 100 lpm and features a shrouded constant-area flow
region around the inlet; a 4.5-degree diffuser half-angle and, a
3.8 cm (inner diameter) tube with the largest possible radius
of curvature to complete a 45 degree bend to bring the air into
the fuselage (Table 1 and Figure 1a). Spacer rings (not shown)
at the base of the shroud can be inserted to adjust the shroud
position and the cross sectional area between the shroud and
the tip face. The inlet tip has a minimum diameter of 5.13 mm
with a curved leading edge (0.25 mm radius) to reduce flow
separation at the tip. During the DICE experiment the inlet was
tilted down six degrees from horizontal to facilitate iso-axial
sampling. This offset is based on the modeled flow field for the
DC-8 fuselage during normal flight speeds and pitch. During
DICE the bracing window plate was also fitted with a wind
vane in order to qualitatively evaluate the degree of iso-axial
sampling. The system has since been upgraded to electronically
evaluate iso-axial sampling with 0.25◦ precision.
Previously, Huebert et al. (2004) have shown that the Univer-
sity of Hawai’i shrouded solid diffuser inlet (UH-SDI in Hue-
bert et al.) performs far better than the community aerosol inlet
(CAI) deployed aboard the NCAR C-130 during INDOEX and
the ACE-1 experiments (Blomquist et al., 2001). Figure 12 of
Huebert et al. (2004) indicates that the ratios of silicate mass
passed by the UH inlet (UH-SDI) compared to the uncorrected
low turbulence inlet (LTI)waswithin the values expected for LTI
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TABLE 1
Summary of DICE inlets characteristics
Inlet UH LaRC pre-mod. LaRC post-mod. UNH
Tip ID (mm) 5.13 3.35 5.13 7.77
Diff 1/2 angle (deg) 4.5 7.0 7.0 8.0
Tube ID (cm) 3.8 2.2 2.2 5.1
Tube Bend (deg) 45 70 70 30
Shroud Type Constant flow Constant diam. Constant diam. Constant diam.
Q @ 120 m/s (vlpm) 150 63 150 360
Q @ 220 m/s (vlpm) 270 120 270 660
Tip Re @ 120 m/s 42000 27000 42000 65000
Tip Re @ 220 m/s 22000 15000 22000 35000
Tube Re @ 120 m/s 5600 4200 9700 10000
Tube Re @ 220 m/s 3000 2200 5200 5500
Dae,50% (µm) @ 120 m/s 5.0 3.6 4.1
Dae,50% (µm) @ 220 m/s 3.2 2.2 2.6
Dg,50% (µm) ρ = 2.6 g/cm3 @ 120 m/s 3.1 2.2 2.5
Dg,50% (µm) ρ = 2.6 g/cm3 @ 220 m/s 2.0 1.4 1.6
enhancement effects for up to 10 µm. Calculating LTI enhance-
ments for marine aerosol is more difficult due to the hygroscopic
nature of sea salt under ambient conditions (i.e., RH > 40%).
Thus the ratio of marine aerosol mass measured by the UH solid
diffuser compared to the LTI is more difficult to assess. Nev-
ertheless the Huebert et al. result indicates a 50% passing effi-
ciency (w.r.t. uncorrected LTI) of dry diameters in the 3–4 µm
range. During PELTI no direct intercomparison with ground or
ship-based measurements of aerosol optical properties or size
distributions was possible. As a result, it was impossible to in-
dependently measure the optical properties and size distribution
of the ambient aerosol from a surface platform in order to ascer-
tain the absolute passing efficiencies of the airborne active and
passive inlet systems.
NASA Langley Research Center Small Shrouded Diffuser Inlet
The LaRC inlet (Figure 1b) is a scaled-down version of the
University of New Hampshire shrouded diffuser inlet (Figure
1c) described below. It has an inlet tip diameter of 3.35 mm, a
diffuser half-angle of 7◦ and expands to a transport tube diameter
of 25.4 mm (Table 1). The inlet mates to a standard, window-
mounted gas-sampling probe with an inner diameter of 22 mm
and a 20 cm radius of curvature to complete a 70◦ bend into the
aircraft cabin. The inner surface of the gas probe was expanded
at a 20◦ angle to a 25.4 mm diameter to seamlessly mate with the
aerosol inlet diffuser. Inlet flows were monitored with a 0–100
lpm mass flow meter located just upstream of the system’s ven-
turi exhaust port. Excess flowwas adjustedmanually tomaintain
the tip flow velocity within 10% of the aircraft true air speed. At
a typical DC-8 air speed of 180m s−1 under isokinetic sampling,
the inlet system reduces the flow velocity by a factor of 57 and
provides 95 liters per minute of volumetric flow. Constructed
for use measuring aerosol scattering and absorption properties
aboard the DC-8 aircraft during the TRACE-P field deployment
(Jordan et al. 2003a), the inlet was subsequently used aboard
that aircraft to support aerosol optical property and soot mass
measurements during SOLVE-II. During DICE it was mounted
in the same window position, but on the opposite side of the
aircraft as the UH inlet.
University of New Hampshire Shrouded Diffuser Inlets
TheUniversity of NewHampshire (UNH) shrouded diffusers
were based on preliminary design of Dr. Robert Talbot used
aboard theNASAElectra during theABLEcampaign.Dr. Talbot
and engineers at NASAAmes redesigned the inlets prior to their
deployment aboard the faster NASA DC-8 during PEM West A
& B, PEM Tropics A & B, SUCCESS, SONEX, and TRACE-P
(Dibb et al. 1996, 1997, 1998, 1999a, 2000, 1999b, 2003; Jordan
et al. 2003b;Talbot et al. 1998). The probe includes two identical
inlets, each employing curved leading edge diffusers centered in
a shroud that extends 20 cm forward of the nozzle (Figure 1c).
The diffusers expand from the initial diameter of 7.77 mm at
8◦ to meet the 5 cm outer diameter seamless stainless steel inlet
which bends 30◦ with a radius of curvature of 43 cm to penetrate
the aircraft windowplate (Table 1). Sampling isokinetically at an
air speed of 180 m s−1, the inlets supply 526 lpm of volumetric
flow that is manually adjusted to be isokinetic within 10% along
each level flight leg. On each deployment one inlet was used to
quantify soluble ions in the aerosol phase while the second was
used to quantify the radionuclide tracers 7Be and 210Pb.
Instrumentation
Comparisons of inter-inlet and aircraft versus ground-based
measurements of the aerosol size distribution were undertaken
using Thermo Systems Inc. (TSI) model 3321 aerodynamic
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FIG. 1. The University of Hawai’i (A), NASA Langlcy Research Center (B) and University of New Hampshire (C) solid diffuscr inlets mounted on the NASA
DC-8. A schematic of the UH (top schematic) and UNH (bottom schematic) inlet tips and shrouds (dimensions in mm) are also included. Below the University of
Hawaii’s round observation port is a small wind-vane used qualitatively during DICE to evaluate the degree of iso-axial sampling due to airspeed, pitch, roll and
yaw. The wind-vane system has since been upgraded and now records deviations from iso-axial sampling conditions electronically with ∼0.25◦ precision.
particle sizing (APS) instruments. These instruments classify
aerosol in the 0.523–20.0 µm aerodynamic size range and in-
clude the upgraded firmware components reducing the so-called
“ghost particles” problem identified in the TSI model 3320 APS
units. Periodically the APS units were removed from the aircraft
in order to conduct flow calibration and instrument comparisons.
APS sample flows were calibrated to 1.000 ± 0.025 lpm while
sheath flows were calibrated to 4.000 ± 0.010 lpm (i.e. ± 2.5%
nominal) using a NISTii traceable Gilian Gilibrator-2 bubble
flow meter calibration system.
Sampleflowwasdelivered fromeach inlet through identically
machined flow-splitting manifolds mounted on each instrument
rack and then through identical lengths of 1.27 cm (inner diame-
ter) carbon-impregnated conductive silicone tubing.APSsample
temperature and relative humidity were measured using Vaisala
50Y RH & T sensors.iii The sensor’s protective sheaths were re-
iiNational Institute of Standards and Technology (USA).
iiiManufacturer stated accuracy ±2% RH and ±0.1◦C.
moved to increase time response and were nested in Swagelock
tees upstream of the APS inlets such that they did not impede
flow into the APS units.
Each instrument rack measured aerosol scattering at a single
wavelength (λ=540nm)usingRadianceResearchModelM903
nephelometers (RRNephs) plumbed with identical lengths of
0.95 cm ID carbon-impregnated conductive silicone tubing.
Flow rates were controlled at 4.00 vlpm using Alicat Scientific
volumetric flow controllers. RRNeph temperature and relative
humiditywere alsomeasured usingVaisala RH&T sensors. The
sensors were embedded directly in the RRNeph sample outlet
without their protective sheath.
Total and submicrometer aerosol scattering (σsp,tot, σsp,sub)
was measured behind the University of Hawai’i solid diffuser
inlet using two TSI model 3563 3-λ integrating nephelometers
(Anderson et al. 1996; Heintzenberg and Charlson 1996). The
submicrometer TSI nephelometer employed a 1-µm aerody-
namic impactor dynamically controlled at 30 vlpm using an
Alicat Scientific volumetric flow controller. Surface sites at
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FIG. 2. Each of the APS units accurately sized polystyrene latex spheres (PSL) and borosilicate glass beads (glass) during calibration excercises (left). The glass
bead results (Dp > 2.5 µm) have been adjusted for a particle density of 2.5 g cm−3. Sixteen-minute intercomparison of all four APS instruments prior to flight
operations during the DICE campaign (right). Although integral volumes are within 15% we observe diverging counting behavior below 1.0 µm and therefore
elected to report statistics for Dae > 0.84 µm.
Edwards Air Force Base and the observatory at Trinidad Head
also measured aerosol scattering using TSI three-wavelength in-
tegrating nephelometers. Similar nephelometermeasurements at
Trinidad head included fiveminutes of operation in “total”mode
followed by five minutes with a 1-µm aerodynamic impactor in
“submicrometer” mode. Except where noted, the nephelometer
data have not been corrected for truncation effects according to
(Anderson and Ogren 1998) since we are interested in compar-
ing inlet performance and not in determining precise estimates
of the radiative properties of the coarse mode aerosols.
Instrument Calibration
Initially and prior to flights 4 and 7 and after flight 8 (last
DICE flight) the RRNephs were calibrated using filtered air and
room temperature CO2 as the zero and span gases. Slight de-
viations from the target zero and span were noted during the
calibration prior to flight 7. As a result the RRNeph data from
flights 5 and 6 have been adjusted according to:
UH σsp = 0.0 · 10−6 + 10.96 · UH σsp [1]
LaRC σsp = 1.1 · 10−6 + 10.95 · LaRC σsp [2]
UNH σsp = −0.5 · 10−6 + 11.0 · UNH σsp [3]
The DC-8 TSI nephelometers were calibrated prior to flights
4 and 6 and following flight 8 using filtered air andCO2. In-flight
Raleigh zeros and checks of system zero using a low pressure-
drop HEPA filter were periodically performed. The TSI neph-
elometer on the air traffic control tower was calibrated prior to
its installation and after the field campaign. The TSI nephelome-
ter at Trinidad Head (NOAA/ESRL) is periodically calibrated
using the same methods (J. Ogren, personal communication).
The sum of nephelometer uncertainties due to noise and cal-
ibration for the 550 nm wavelength (δσsp) is estimated at 0.4
Mm−1 for a 25-secondmeasurement based on a 300-second cal-
ibration and 300-second zeroing period (Anderson et al. 1996).
This error is propagated in quadrature with the standard devia-
tion of the mean during the 25-second time periods included in
the statistical analysis in the Appendix. For longer integration
times at the ground stations (all longer than 3 minutes) neph-
elometer uncertainties are assumed to be negligible.
Prior toflight operations, extensive calibrations and intercom-
parisons were made on the APS units installed aboard the DC-8
and the EDW tower using polystyrene latex spheres (PSL) and
borosilicate glass beads (glass) of geometric diameters 0.672,
0.852 1.01, 1.31, 1.60, and 2.5, 5.1, and 7.8 µm (Figure 2, left).
The instrumentswere also operated for several hours at a location
adjacent to the flight linewhere they sampled ambient air includ-
ing local pollution and mineral dust. This comparison (Figure 2,
right) revealed concentration differences and differing values of
the volumetric median diameters (VMD) that were largest for
submicrometer sizes. Consequently, except where noted, APS
size distributions and integral properties are reported for Dae ≥
0.84 µm (Dg = 0.49 µm for, ρ = 2.6 g cm−3).
During flights 5 and 6 the APS installed on the University
of New Hampshire instrument rack (UNH APS) appeared to
be under-sizing the aerosol size distribution. Post-processing of
APS integral volumes indicated that when performance tests in-
cluded switching between inlets (i.e., the UH inlet was sampled
by the UNH instrumentation and vice versa) obvious differences
occurred that were not matched by corresponding differences
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in the RRNeph scattering data. Prior to flight 7, laboratory tests
conducted using calibration spheres indicated that theUNHAPS
was under-sizing by about 2 channels (channel offset ranged
from 1–4 with no size dependence) and the UH APS was under-
sizing by about 1 channel (channel offset ranged from 0–3 with
no size dependence) whereas the LaRC APS size registration
was accurate. Inlet tips were cleaned and sample and sheath
flows for each of the APS units were checked and recalibrated
to eliminate these sizing offsets. Because of these considerations
the APS data from flights 5 and 6 were corrected for this sizing
offset (i.e., UH and UNH dN/dlogDae data have been reallocated
to larger size classes by 1 and 2 bins, respectively). This effec-
tively eliminated these instrument differences, which were not
a result of differing inlet performance.
Experimental Design
Comparison of airborne to ground or ship-based in-situ mea-
surements of aerosols and trace gases is notoriously difficult due
to instrument and calibration differences, flight altitude and air-
craft performance issues as well as the shallow and sometimes
layered structure of the planetary boundary layer. Less obvious
and seldom discussed is the necessary consideration of inte-
gration times. Aircraft flying at 50–220 m s−1 sample a larger
airmass volume in a shorter time period than either ground or
ship-based instrumentation. As an example, a one-minute sam-
ple obtained aboard an aircraft traveling at 100 m s−1 corre-
sponds to a 20-minute sample obtained on the ground assuming
a wind speed of 5 m s−1. Not only wind speed but wind direc-
tion must also be considered for representative comparisons and
in order to avoid contamination of either platform. In order to
compare the airborne and surface-based measurements during
DICE we assume there is no temporal evolution of the aerosols
during the required sampling intervals. As we will see, in some
cases this assumption is not valid.
Our approach is to first compare aerosol light scattering from
the TSI 3-λ nephelometer measured behind the University of
Hawai’i solid diffuser inlet to similar ground-based measure-
ments during horizontal flybys and vertical profiles. Flybyswere
conducted in both a dry dust-influenced environment (Mojave
Desert, CA) and thewet sea-salt influenced environment (Pacific
Ocean near Trinidad Head, CA).
We then compare the relative performance of the three differ-
ent inlets. These comparisons include measurements of aerosol
light scattering from the Radiance Research nephelometers and
APS aerodynamic size distributions. The airborne vs. ground-
based APS size distribution allow us to determine the 50%
passing efficiencies of the inlets for mineral dust particles. No
concurrent ground-based measurements of the aerosol size dis-
tribution were made in the marine airmasses near THD. This
precludes a determination of the 50% passing efficiency of su-
permicrometer sea salt particles.
During the DICE field campaign an APS and a 3-λ neph-
elometer were installed on top of the air traffic control tower
(∼50 m) at Edwards Air Force Base. The aircraft would typ-
ically approach the runway complex from the NE then de-
scend to less than 100 m over the flat, dry surface of the
Rogers Lake playa. The aircraft then passed ∼100 m south
of the EDW tower before climbing to 300 meters approxi-
mately five kilometers down range to avoid low hills. Digi-
tal videos of three DC-8 flybys can be found at: http://www-
gte.larc.nasa.gov/dice/DICE Video.htm.
The EDW flybys were designed to compare airborne and
ground based measurements in a region where the coarse mode
aerosol is dominated by mineral dust. The extremely dry con-
ditions at the NASA Dryden Flight Research Center (DFRC)
site within the Mojave Desert also eliminated concerns associ-
ated with changing aerosol size in response to relative humid-
ity. Thermal convection coupled with persistent winds over the
dry lakebeds typically mixed dust over a relatively deep (>1
km) planetary boundary layer. Although the airborne and tower
observations were usually well correlated, high winds and/or
mobile emission sources (aircraft) at times produced spatially
patchy aerosol loadings (dust devils, exhaust plumes) that lead
to significant differences between samples collected from the
two platforms, even when flight paths were performed at the
same altitude and within 100 m of the EDW tower.
On the Pacific coast near Eureka California, the National
Oceanic and Atmospheric Administration (NOAA) Earth Sys-
tem Research Laboratory (ESRL) operates the Trinidad Head
Observatory (THD) (http://www.cmdl.noaa.gov/obop/). This
site was selected for sampling marine aerosol due to our abil-
ity to descend near the site over the Arcata airport on approach.
The proximity of the small airport allowed the DC-8 to complete
multiple passes of THD at altitudes as low as 100 meters. The
goal of flybys at THD was to compare optical properties in a
region with coarse mode aerosol dominated by sea salt.
THD is often overcast due to orographic lifting of maritime
air. Sea-surface temperatures can be colder than the air temper-
ature. This leads to high boundary layer humidity resulting in
significant growth of soluble aerosol (e.g., sea-salt) and coastal
fog. Wind speed and direction can change by tens of degrees be-
tween the coast and further offshore. Measurement differences
due to boundary layer gradients between the aircraft flight alti-
tude and the ground station were assumed small as the obser-
vatory resides on a seaside cliff (elev. 107 masl) and the DC-8
aircraft was able to fly at ∼100 m for most passes. More uncer-
tain is the prevailing wind speed and directions near the coast
compared to those found offshore when the DC-8 attempted to
sample “upwind” of the surface site.Where relevant these issues
are discussed in more detail in the case studies that follow.
Finally, despite careful calibrations and intercomparisons of
instruments on the aircraft and at the ground stations, absolute
differences in instrument performance can occur. Since this po-
tential problem was identified early in the field campaign we
devised alternate flow paths whereby either the LaRC or the
UNH instrument rack could periodically draw sample air from
the UH inlet and vice versa. The required crossover sample lines
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FIG. 3. Total scattering measured by the RRNephs behind each inlet during flight 3 (left). Swapping sample air between UH and LaRC inlets at 22:06 indicated
that the LaRC inlet was not sampling coarse mode aerosols effectively. Tests of the pressure drop through the inlet as a function of the isokinetic flow ratio showed
the problem was partly due to choked flow in the LaRC inlet (right).
are longer, increasing large particle losses due to gravitational
settling. However, losses in each line should be nearly identical
as the crossover tubing was identical in length. This “inlet swap-
ping”was often employed during alternating passes of EDWand
THDallowing us to check for instrument zero and span offsets as
well as to troubleshoot flow and/or pressure differences. When
inlets were “swapped” figures and tables have been annotated
to guide the reader.
Preliminary Flight Data and Re-Design of the LaRC
Shrouded Diffuser Inlet
Early flight results (Figure 3) from a series of low passes
over THD indicated that the LaRC shrouded diffuser inlet was
much less efficient at transmitting large particles than either the
UNH or the UH inlets. Exchanging sample inlets produced a
significant decrease in the UH RRNeph scattering coefficient
and a corresponding increase in the LaRC RRNeph scattering
coefficient. This indicated that the large discrepancy between
measurement systems is primarily related to inlet and not in-
strument performance. Comparison of APS size distributions
recorded behind the inlets confirmed that the LaRC inlet suf-
fered much higher relative losses in the supermicrometer size
range (not shown).
Ideally, downstream of the diffuser we expect to see a slight
increase in inlet pressure with respect to ambient conditions as-
sociated with the decrease in flow velocity (i.e., ram pressure).
Tests of the pressure drop inside the inlets relative to ambient
pressure and as a function of isokinetic flow rate were con-
ducted on DICE flight 4. These tests revealed that the LaRC
inlet pressure began to decrease significantly at about 60% of
isokinetic flow and dropped dramatically as isokinetic flow was
approached. The inlet was experiencing “choked flow,” i.e., for
tip velocities lower than isokinetic conditions flow rates could
not be increased without significantly decreasing the pressure
within the inlet.
To better understand and potentially correct the poor perfor-
mance of the LaRC inlet, its shroud was removed prior to flight
5; this had little obvious effect on the sampling efficiency. Af-
ter flight 5 the inlet tip diameter was increased from 3.18 mm
to 5.13 mm to simulate the UH inlet tip. For flights 6, 7, and
8 the LaRC inlet pressure was similar to the other inlets and
the relative performance (with shroud) improved. Even so, this
analysis confirmed that the discrepancies noted in Moore et al.
(2004)were real and that the inlet itself requires redesign. For the
purpose of this manuscript we will show data only from flights
6, 7, and 8, as these are most representative of the inter-inlet
performance.
Comparisons of Airborne and Ground-Based
Measurements of Aerosol Scattering
Aerosol Scattering Over the Mojave Desert of California
During flight 5 (RF05) the DC-8 completed two passes by the
EDW tower while all of the inlets ran isokinetically. Although
the TSI nephelometer on the EDW tower was operating at a
very low flow rate (∼2 lpm) that resulted in losses of large
particles, its measurements allowed us to compare the tower and
DC-8 values of σsp,sub. Using a 12.5-minute integration time
corresponding to 25 seconds of flight data, the mean for the
tower and aircraft measurements of σsp,sub are within 2% for the
two passes. We refer to this as the “instantaneous” comparison
between the aircraft and the tower. Appendix Table A contains a
detailed statistical analysis of the mean and standard deviations
of each pass.
Mean values and one standard deviation for σsp,tot and σsp,sub
measured during flight 5 vertical profiles at EDWare binned into
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FIG. 4. Instantaneous comparison of total and submicrometer aerosol scattering (550 nm) measured aboard the DC-8 compared to the values measured at the
EDW tower for DICE Flight 06 on June 11, 2003 (top). Large discrepancies between the DC-8 and the EDW tower are the result of small-scale enhancements in
coarse scattering near the tower probably due to aircraft activity over the runway complex. This is shown in the time series (bottom) of DC-8 scattering during
the flybys. Note that the central points for each instantaneous 5-data-point pass are those closest to the tower and do not show the scattering enhancement, i.e., the
tower was just upwind of the affected airmass.
100-meter increments for comparison with σsp,sub measured at
the tower. The aircraft measurement of σsp,sub in the lowest 100
meters (40.5 ± 3.6 Mm−1) is in excellent agreement with the
tower measurements of σsp,sub (42.8 ± 2.4 Mm−1). Note that
the aircraft data are all points collected in the lowest 100 meters
(50 to 150 meters) including the inbound descent profile, two
race-track passes of the tower, and the outbound ascent.We refer
to these near tower operations as the aircraft “dwell time.” The
tower data is the average during the aircraft dwell time. Since
the profile data cannot be compared to an equivalent volume
of sample air at the tower, this comparison is not suitable for
statistical analysis in Appendix Table C.
During DICE research flight 6 (RF06), the DC-8 completed
two passes by EDW tower with all inlets sampling isokineti-
cally. The tower nephelometer now operated at 30 lpm flow rate
allowing us to compare σsp,tot between the tower and the DC-8
(Figure 4, top). Tower integration time is 3.75 minutes for an
equivalent aircraft sample period of 25 seconds (DC-8 TAS =
125 m s−1, EDW WS = 14 m s−1).
Results from the first pass indicate only three of the five 5-
second data points are comparable to the ground measurements
(Figure 4, top). For the second pass, four of five points show
excellent agreement. However, the time-series of scattering from
the DC-8 over the EDW runway (Figure 4, bottom) shows that
there were two large deviations of σsp,tot with smaller deviations
in σsp,sub compared to the remainder of the data collected at
low altitude. Winds were from 214◦ at 14 m s−1 and would
have a tendency to blow along the main runway, oriented along
∼250◦, and located south of both the aircraft taxi ramp and the
tower. The approach was made from the NE and the time series
shows that it is the downwind (w.r.t. EDW tower) portions of the
approach that are most influenced by what appears to be aircraft
activity over the airfield. By eliminating the influence of this
localized aerosol plume (the first two data points of pass #1 and
the first data point of pass #2) variances converged and percent
differences between the tower and the DC-8 are reduced to at
most 4% (compare “RF06 pass #1 & #2” to “RF06 pass #1 &
#2—corrected” in Appendix Table A). This exercise illustrates
the care needed to identify small-scale atmospheric structures
that can influence inter-platform comparisons of aerosol optical
properties.
Comparisons of σsp,tot show excellent agreement during ver-
tical profiles on RF06 despite the fact that the standard deviation
in the aircraft measurements was three times that measured at
the tower. The larger standard deviation is due to the small scale
but relatively high aerosol scattering downwind from the run-
way. If we eliminate sixteen consecutive data points from each
pass (1.3 minutes of data from 6.5 minutes of data during each
pass) which corresponds to the large deviations from the back-
ground observed in the time series data, the difference in aircraft
mean of σsp,tot is reduced from 7.5% to only 1.5%. Again, the
comparison of tower samples and the aircraft samples during
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FIG. 5. Instantaneous values (left) and vertical profiles (right) of aerosol scattering measured aboard the DC-8 compared to the values measured at the EDW
tower during the morning (Panels A & B) and afternoon flybys (Panels C & D) for DICE flight 8 on June 17, 2003.
the vertical profile are only indicative as they do not sample
identical airmass volumes.
During DICE research flight 8 (RF08) six isokinetic passes
of the EDW tower were made, two in the morning and four in
the afternoon (Figure 5). Mean and standard deviations for the
ground station measurement (25-minute integration time) and
the 5-point aircraft values for the two flybys agreed to within
5% (Appendix Table A). For the afternoon flybys the winds re-
mained light and variable at the tower and the integration time
is the same as the morning. Panel C of Figure 5 shows that over
the 130-minute comparison period the σsp,tot decreased approx-
imately 20% from 30 Mm−1 to 24 Mm−1 at the EDW tower.
Results from the instantaneous comparisons are excellent (less
than 3% difference) and they capture not only the magnitude
but also the decreasing trend in aerosol scattering. Note that the
trend is not the same for total and submicrometer scattering.
The airborne measurements indicate an increase in coarse mode
fraction of scattering from 24% to 29% (±2%) between the first
and the last afternoon passes.
Vertical profiles of σsp,tot and σsp,sub over EDW for the morn-
ing and the afternoonflybys are plotted in panelsB&Dof Figure
5. The tower and aircraft mean σsp,tot are identical for the morn-
ing profile (<1% difference). In the afternoon this difference is
15%. The standard deviation of σsp,tot for the afternoon profile is
comparable to morning, however the magnitude of σsp,tot is ap-
proximately half the values measured earlier in the day. Thus the
coefficients of variation in the lowest 100 m of the airmass are
also higher than measured locally by the DC-8 earlier in the day
(6%vs. 22%).The apparent increase in heterogeneity is probably
linked to the light and variablewinds aswell as localized convec-
tion above the desert/dry lakebeds up and down-range from the
air traffic control tower in the late afternoon. Recall that themean
of the aircraft data are for all points below150meterswhereas the
tower’s mean is that of the aircraft dwell time (1 hour 10minutes
for the afternoon) so the means being compared are not samples
of equivalent airmass volume. Agreement between the aircraft
and the tower for the morning profile data is excellent and prob-
ably linked to relatively homogeneous conditions. However, as
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FIG. 6. Vertical profile (left) of aerosol scattering (λ = 550 nm) measured over the Arcata airport near the NOAA/CMDL Trinidad Head Observatory by the
DC-8 aircraft compared to the values measured at Trinidad Head between 23:30 and 24:40 (UTC) for DICE Flight 07 on June 13, 2003. Time series (right) of
total and submicrometer aerosol scattering measured; at THD (open symbols), during the DC-8 flybys (solid symbols), and during DC-8 upwind flight legs (black
lines). Nephelometer relative humidities were 29% at THD compared to 27% aboard the DC-8. Wind direction (grey lines) became more along-shore during the
intercomparison.
patchiness increases, inter-platform comparisons must consider
spatial and temporal collocation of themeasurement and include
appropriate integration times based on platform velocities, wind
speed, and direction.
Aerosol Scattering in the MBL at Trinidad Head (THD),
California
On DICE research flight 7 (RF07) the DC-8 completed a
vertical descent over the Arcata airport, two passes by THD,
followed by an upwind leg over the ocean. Figure 6 shows the
vertical structure of σsp,tot and σsp,sub during the DC-8’s descent
into Arcata as well as the average σsp,tot and σsp,sub measured at
THD during the aircraft dwell time.
The difference between ground and aircraft σsp,tot are –3.2%
and +7.7% for passes #1 and #2 while the differences in σsp,sub
are –16% and <1% (Appendix Table B). The large difference
between theDC-8 and theTHDmeasurements of submicrometer
scattering during the first flyby is in part due to changing airmass
character asmeasured by theTHDstation just prior to the aircraft
comparison at 23:30 UTC (Figure 6, right).
After the THD flyby the DC-8 continued NW of the surface
site at an altitude of 300 meters in order to characterize aerosols
within the maritime air blowing onshore at THD. At an aircraft
speed of 120 m s−1 traveling NW for 6.5 minutes the corre-
sponding integration time for the THD tower at an average wind
speed of 6 m s−1 is 130 minutes. Variability of aerosol scatter-
ing over the open ocean was low and Figure 6 (right) shows the
mean and standard deviation for the scattering measured during
the upwind aircraft leg (“regional ocean”). σsp,sub at THD prior
to 24:42UTCwas, in general, elevated with respect to the values
measured upwind by the DC-8 instrumentation. When the THD
scattering values are averaged until the shift in wind speed and
direction at 26:06 UTC the difference between the DC-8 and
THD is reduced to ∼10%.
Total scattering, σsp,tot, measured aboard the DC-8 is within
6% of the THD values for the first hour of the integration time
(23:30–24:36 UTC). After 24:36 total scattering begins to di-
verge from the values measured aboard the aircraft. Since sub-
micrometer scattering remains the same this indicates temporal
evolution of the supermicrometer aerosol over the 130-minute
integration time. This divergence is likely the result of shift-
ing wind direction (315◦ to 330◦). Due to the orientation of the
coastline, coastal aerosols including those generated by near-
shore breaking waves possibly influenced the airmass sampled
at THD. While flying over the open ocean the DC-8 samples
would not include coarse mode aerosols generated in the near-
shore environment. Despite the possibility of these influences
the aircraft and ground-station data agree within 30%.
On June 17, 2003 (DICE flight 8) the DC-8 completed
another vertical descent over Arcata airport followed by four
racetrack passes by THD. Winds were light and variable from
the South at the surface. Under these conditions, the aircraft’s
25-second sampling time integrates an equivalent of 25 minutes
surface data.
The profile values of σsp,tot and σsp,sub were 4.8% and 28%
higher than THD but were conducted over the Arcata airport
and therefore poorly collocated spatially. For the lowest 100 m
of the DC-8 profile σsp,coa accounts ∼40% ((24.8–15.2)/24.8
Mm−1) of σsp,tot indicating that the airmass contains significant
supermicrometer sea salt aerosols. Using the average over the
1-hour integration of σsp at THD the coarse mode fraction of
scattering estimate is ∼50% ((23.7–11.9)/23.7 Mm−1).
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FIG. 7. (a) RR nephelometer coarse (Dae > 1.0µm) scattering vs. TS1 nephelometer coarse scattering (λ = 550 nm) during DICE flights 5, 6, and 8 when aerosol
volume is dominated by mineral dust. There is excellent agreement between the Hawai’i and New Hampshire inlets. However, by subtracting the submicrometer
scattering from the total scattering we see that the LaRC inlet captures only ∼50% of the coarse mode scattering (b) RR nephelometer coarse (Dae > 1.0 µm)
scattering vs. TS1 nephelometer coarse scattering (λ = 550 nm) during DICE flights 7 and 8 when aerosol volume is dominated by sea salt. UNH RRNeph total
scattering data was divided by f(RH) = 1.10 before subtracting the subniicrometer component of scattering. Solid lines indicate best fits of the uncorrected data.
The dashed line indicates the best fit for the UNH data after correction and suggests that the UNH inlet captures ∼13% more light scattering than the UH inlet for
coarse aerosols dominated by sea salt.
Differences between the DC-8 and THD range from –16% to
+30% for the total and submicron aerosol scattering. However,
the systematically lower UH total scattering and systematically
higher UH submicrometer scattering results in a UH supermi-
crometer estimate only 55% the THD value (Appendix Table
B and C). Relative humidity was comparable between the in-
strument systems and variability of σsp,tot measured aboard both
the DC-8 and at the ground station are both low. This suggests
the regional airmass was homogeneous in the horizontal. The
cause of the large supermicrometer discrepancy is not readily
apparent but is probably related to difficulties associated with
airborne sampling of marine aerosols at high (95%) ambient
relative humidity.
Inter-Inlet Comparisons of Aerosol Scattering Using
Radiance Research Nephelometers
A detailed examination of the scattering coefficients mea-
sured behind each inlet allows us to evaluate their relative per-
formance. For this analysis, our standard is the previously dis-
cussed σsp,tot and σsp,sub measurements provided by the two TSI
model 3563 nephelometers that drew sample from the UH in-
let. Also, by subtracting the TSI σsp,sub (free of inlet losses as
indicated by pass #1 & #2 from RF05) from σsp,tot measured
by the Radiance Research (RRNeph) and the TSI nephelometer
(σsp,tot), we can evaluate the inter-inlet performance with regard
to coarse mode scattering (σsp,coa) in these environments.
Two corrections were made to the RRNeph data to facil-
itate these comparisons. First, the total RRNeph σsp,540 were
increased by the empirical relationship:
σRRsp,540 =
σRRsp,540
0.94 − 0.25 · (1 − FFscat) [4]
where
FFscat =
σ TSIsp,540(Dae < 1 µm)
σ TSIsp,540(total)
[5]
This relation was derived by Anderson et al. (2003) and nor-
malizes Radiance Research nephelometer performance to TSI
nephelometer performance based upon the relative coarse mode
fraction of scattering (1 minus fine-mode fraction of scattering,
FFscat). Second, time lags due to sample line lengths, sample-
volumeflushing times, and instrument averagingwere computed
and a 7-point smoothing Gaussian filter was applied to the TSI
nephelometer data. Co-registration of peaks in supermicrome-
ter scattering as well as the shape of the signal decay is well
represented by this averaging scheme.
Figure 7a shows RRNeph σsp,coa versus TSI σsp,coa for each
5-second data point collected during research flights 5, 6, and 8
where the aerosol volume was dominated by mineral dust. Inter-
cepts were forced through zero because when left unconstrained
the intercepts were ±1 Mm−1, which is at the level of RRNeph
instrument precision. Linear regression for the RRNeph σsp,tot
versus TSI σsp,tot are not shown, but produced slopes of 1.01
(R2 = 0.977), 0.87 (0.950), and 1.00 (0.977) for the UH, LaRC,
and UNH inlets, respectively.
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The correlation coefficients for RRNeph σsp,coa are somewhat
lower compared to the regressions based on RRNeph σsp,tot. For
both the UH and UNH inlets slopes remain within 10% of each
other and within 5% of unity (recall that TSI σsp,tot and σsp,sub
are measured behind the UH inlet exclusively). Based on this
level of agreement we conclude that the UH and UNH inlets are
performing comparably in the desert environment whereas the
LaRC inlet only samples∼55%of the supermicrometer aerosols
responsible for coarse mode scattering. We also surmise that
the Anderson et al. (2003) correction to the RRNeph scattering
values is an effective means of normalizing Radiance Research
nephelometer scattering to that derived fromTSI nephelometers.
In order to determine the relative performance of the inlets
while sampling sea salt aerosols in the marine environment, an
analysis similar to that described above was performed for scat-
tering coefficients measured within the marine boundary layer
during flights 7 and 8. Results are shown in Figure 7b. Again,
intercepts were forced through zero (± 1 Mm−1 when left un-
constrained). The slope near unity (1.06) for the UH inlet con-
firms relative performance is consistent with themeanAnderson
et al. correction. The higher slope (1.46) for σsp,coa measured be-
hind the University NewHampshire inlet suggests the inlet sam-
ples marine aerosol with a greater efficiency than the University
of Hawai’i inlet. However, the slightly lower temperature and
higher average RH within the UNH RRNeph, 37% (±2% for
Vaisala RH sensors) compared to 23% within both the UH and
LaRCRRNephs (29% and 26%within the TSI “total” and “sub-
micrometer” nephelometers behind UH inlet), coupled with the
hygroscopic nature of sea salt aerosols may account for part if
not all of this difference even though these RH values are “low.”
For example, although Carrico et al. (2003) measured crys-
tallization relative humidities (CRH) of 41% ± 1% for ma-
rine aerosols in the Pacific between Hawaii and Japan during
ACE-Asia, they also observed f(RH) values of 1.05–1.10 for
relative humidity changes between 38% and 40%, when ma-
rine/pollution aerosols crystallized and transitioned from the up-
per to the lower branch of their hysteresis loop. This is consistent
with the observations of Tang et al. (1997) that, unlike pureNaCl
particles, sea salt particles do not return to their initial weight
immediately after drying. The author’s state, “There is always
some residual water remaining in sea salt particles.” It is also
possible that the aerosol matrix sampled in the MBL during the
DICE flights may include sulfates and organic aerosols, which
do not deliquesce in the same manner as sea salt.
To illustrate the potential for scattering enhancements due
to residually bound water, we divide the total UNH RRNeph
scattering values (at 37% RH) by f(RH) = 1.10 before subtract-
ing σsp,sub measured by the TSI nephelometer (26% RH). The
dashed line in Figure 7b represents the best fit for theUNH f(RH)
“corrected” data. The UNH inlet appears to transmit more parti-
cles responsible for∼14%more light scattering compared to the
UH inlet. For comparison the slope of RRNeph:TSINeph σsp,tot
is 1.03 (R2 = 0.888), 0.70 (0.831), and 1.20 (0.911) for the UH,
LaRC and UNH inlet without corrections and 1.09 (0.911) for
the UNH inlet with the humidity correction. Consequently, the
difference between UH and UNH performance could be largely
a result of differing instrument relative humidity.
Comparisons of Aerodynamic Aerosol Size Distributions
A number of factors make comparison of supermicrometer
aerosol mass or volume-based size distributions difficult. Vol-
ume median diameters (VMD) measured by some optical parti-
cle counting methods (like the FSSP-300) have been reported as
2–3 times greater than aerodynamic counting methods (such as
the APS) or inversion methods (e.g., size distributions derived
from AERONET data) (Reid et al. 2006; Reid et al. 2003a).
Since the mission was conducted in regimes where large parti-
cles are present in low concentrations, poor sampling statistics
in the supermicrometer size range could potentially impact our
inter-platform comparisons of aerosol volume. This is particu-
larly problematicwhen comparing data fromsampling platforms
(or instruments), such as aircraft and towers that employ differ-
ent techniques, sample flow rates, and integration times.
During the DICE experiment coefficients of variation of su-
permicrometer aerodynamic aerosol volume for the ground-
based APS measurements were on the order of 25–50% over
25-minute time intervals. After pooling the same data into five,
5-minute intervals coefficients of variations were on the order of
10–20%. In our analysis we have been careful to appropriately
scale (through ratios of tower wind speed to aircraft speed) and
then pool the tower size distributions before comparing them to
the five 5-second APS size distributions measured aboard the
DC-8. This is an important consideration as it ensures that the
volume of the boundary layer air sampled by the instrument plat-
forms is comparable and that variability of the aerosol properties
is adequately accounted for.
The omni-directional aluminum inlet on top of the EDW air-
traffic control tower has a 50% sampling efficiency for 15 µm
diameter particles in wind speeds at least up to 7 m s−1 (Maring
et al. 2000). In our analysis we implicitly assume that there were
no aerosol particle losses in this inlet. Appendix Table D com-
pares airborne and ground based supermicrometer aerodynamic
aerosol volume using two-tailed Student’s t-tests for each pass
of the EDW tower during flights 6 and 8. Appendix E com-
pares aerosol bulk chemistry measurements between the DC-8
and the tower as well as between mass derived from the APS
instruments. Appendix Table F compares supermicrometer light
scattering calculated from the size distributions for the two high-
dust cases and four low-dust cases during DICE flight 8.
Theoretical Versus Observed Passing Efficiency of Mineral Dust
Flow regime, either laminar or turbulent, is governed by the
ratio of the inertial force of the fluid (in this case air) to the
force of friction of the air moving over the aerosol particles’
surface (Baron andWilleke, 2001). This dimensionless quantity,
the Reynolds Number (Re), as a function of altitude for each
inlet at the tip of the diffuser as well as in the carrier tubing
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FIG. 8. Reynolds numbers for the inlet tips and carrier tubing (A). Theoretical turbulent inertial losses for the UH inlet inside the carrier tubing and for a 45◦
bend (computed at the surface and at 12 km) compared to the observed losses at the surface (B). Observed compared to theoretical losses for all three inlets at
the surface (C). Theoretical losses for all three inlets at 12 km compared to an esimate based on the observations at the surface (D). Truncation of the observed
transmission efficiency curves is due to poor counting statistics at a threshold uncertainty of 50%.
behind the diffuser are shown in Figure 8a and summarized
for each inlet in the lower portion of Table 1. Calculations are
based on a standard atmospheric profile for temperature and
pressure (Rogers andYau1989) and assume a linearly increasing
true airspeed of 120 m s−1 at the surface, 220 m s−1 at 12 km.
Re for the LaRC inlet tip after modification is equal to that
of the UH inlet. The pre-modification LaRC diffuser has the
lowest Re values due to the small cross section of the tip, 8.8
cm2. But as we saw in Figure 3 this resulted in choked flow and
reduced pressure within the LaRC sampling system. The UH
and UNH inlets have tip areas of 20.7 and 50.3 cm2 but do not
experience choked flowwhile sampling isokinetically (Figure 3,
right).
Turbulent inertial losses for each inlet system were modeled
using equations 8–61 and 8–68 of Baron and Willeke (2001).
Tubing losses (ηtube,turbinert) are modeled over a 2 m length for
each inlet. Losses in the tubing bend (ηbend,turbinert) are modeled
as 45◦ bend for the UH inlet, 70◦ bend for the LaRC inlet and
a 30◦ bend for the UNH inlet. Losses in the inlet diffuser and
at the flow splitting manifolds aft of the aircraft inlets are not
considered here.
Figure 8b show the theoretical turbulent inertial losses for
each component of the UH inlet at both the surface and 12 km.
Figure 9a compares the airborne vs. EDW aerodynamic size
distributions during RF08 Pass #1 a case where aircraft aerosol
volumes are all statistically (α = 0.05) lower than the ground
based measurements (Appendix Table D). This case, along with
RF08 pass #2, are the only cases during DICE where particles
with aerodynamic diameters larger than ∼5 µm were measured
by the EDW tower APS.
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FIG. 9. Mean of five 5-second aerodynamic size distributions for mineral dust aerosols measured at 60 m over the Rogers Dry Lake compared to 25-minutes of
5-second data at the EDW tower (A). Corresponding scattering size distribution (B) to the aerodynamic distribution in A. Mass scattering efficiency decreases with
increasing particle geometric diameter. Therefore the UH and UNH inlets recorded 88% and 73% of the aerosol light scattering despite only recording 67% and 52%
of the supermicrometer aerosol volume. Ambient humidity aerodynamic size distributions for sea salt aerosols measured for 25 minutes (C) and 35 minutes (D) at
300 m over the Pacific Ocean near Trinidad Head California. The APS distributions have been adjusted using hygroscopic growth factors of 1.86 and 2.89 to reflect
ambient vs. instrument (dry) relative humidity. In the marine environment the UH and UNH inlets perform nearly identically while the instrumentation behind the
LaRC inlet recorded only 76% and 45% of the volume recorded behind the UH inlet. Largest losses were associated with the highest ambient relative humidity.
The observedUH inlet efficiency curve (steep truncated curve
in Figure 8b) is calculated by pooling the data from all the
EDW passes where inlet swapping had not occurred and where
significant (α = 0.05) differences were identified between the
ground-based and the airborne aerodynamic size distributions.
Truncation occurs at a threshold instrument count of four parti-
cles over the integration time corresponding to an estimate with
50% uncertainty. The relatively sharp cut is probably due to
the observation that aerosol measured at the EDW tower rarely
contained supermicrometer particles larger than ∼5 µm.
All three-inlet efficiency curves are shown in figure 8c
along with the combined, theoretically derived, losses in the
inlet tubing and through the tubing bend. For the University of
Hawai’i and University of New Hampshire inlets Dae,50 is 5.0
µm and 4.1 µm and the inlets show a relatively steep cut. The
modified LaRC inlet Dae,50 value is 3.6 µm but the shape of the
curve indicates that a ∼10% loss of aerosol volume is occurring
at an aerodynamic diameter of 2.0 µm. The aerodynamic
efficiency curves measured at the surface were converted to the
corresponding efficiency curves at 12 km (T = 217K, P = 19.4
hpa,µ-1.56× 10−5 Pa.s) bymatching the Stokes’ number of the
particles and ignoring the effects of fluid compression at high
Mach number. These are compared to the combined theoretical
losses for 12 km in Figure 8d. The Dae,50 at 12 km correspond to
diameters of 3.2, 2.2, and 2.6 µm for the UH, LaRC, and UNH
inlets.
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Converting the aerodynamic equivalent diameter (i.e., ρ =
1.0) to geometric equivalent diameter using a particle density of
2.6 g cm−3, the 50% passing efficiency for the UH inlet is 3.1
µm at the surface and 2.0 µm at 12 km. For the LaRC inlet the
values of Dg,2.6 are 2.2 µm at the surface and 1.4 µm at 12 km.
For UNH, Dg,2.6 is 2.5 µm at the surface and 1.6 µm at 12 km.
Incorporating a dynamic shape factor, χ , would tend to increase
the geometric diameter that can be effectively sampled but has
not been applied.
Inter-Inlet Comparisons in the Marine Environment Near
Trinidad Head, California
Nomeasurements of the aerosol size distributions were made
at the THD ground station thus inter-inlet performance when
sampling sea salt is a relative comparison only. Dry aero-
dynamic size distributions of marine aerosols measured near
Trinidad Head California were first corrected for near-particle
non-Stokesian flow in the APS 3321 using a dry sea salt den-
sity of 2.2 g cm−3. The UH and UNH instruments recorded dry
(RH < 40%) aerosol aerodynamic volumes of 8.7 µm3 cm−3
for flight 7 and volumes of 23 and 20 µm3 cm−3, respectively,
during flight 8. Ambient atmospheric relative humidity for RF07
and RF08 were 85% and 95%with ∼2% uncertainty. APS aero-
dynamic particle sizes were converted to equivalent geometric
sizes using a dry sea salt density of 2.2 g cm−3. To scale geomet-
ric particle sizes at instrument relative humidity (dry) to ambient
relative humidity, we use humidity growth factors, GF, of 2.15
(δGF = 2.08–2.22) and 2.89 (δGF = 2.62–3.42) for sea salt at a
relative humidity of 85% (±2%) and 95% (±2%) (Howell et al.
2006). Ambient geometric diameters were then scaled to ambi-
ent aerodynamic diameters using hydrated particle densities of
1.15 g cm−3 (δρ85% = 1.16–1.14) and 1.06 g cm−3 (δρ95% =
1.08–1.04). Thus supermicrometer aerosol aerodynamic volume
at ambient RH was 30 µm3 cm−3 behind both the UH and the
UNH inlets during RF07 and 175 and 155 µm3 cm−3 behind the
UH and UNH inlets during RF08 (Figure 9c, 9d).
Figure 9c and 9d illustrate that the UH and the UNH in-
lets have nearly identical performance characteristics (within
instrument precision) and outperform the modified LaRC in-
let. The truncation of the aerodynamic distributions measured
in the marine environment at 85% RH (Figure 9c) appear to
support the steep Dae,50 cut established at 5.0 and 4.1 µm for
the UH and UNH inlets. The LaRC inlet only records 76% the
volume recorded behind the other two inlets consistent with its
much broader efficiency curve. However, the UH and UNH dis-
tributions adjusted to 95% relative humidity are truncated at
diameters in excess of 7.0 µm. Although the efficiency of their
transmission is not known, and humidification growth factors
are uncertain at high RH, UH, and UNH cut sizes of 5.0 and 4.1
µm appear to be conservative estimates.
Comparison of Ground-Based and Airborne Bulk Aerosol
Chemistry Measurements
Filter-based bulk aerosol chemistry measurements were col-
lected at the EDW tower as well as aboard the DC-8 behind
the second UNH inlet. Filters are then extracted with methanol
and deionized water and analyzed by ion chromatography (Dibb
et al. 2002).
A comparison of filter-based chemistry measurements at the
EDW tower and the DC-8 was not possible for RF06 due to
small-scale differences in the aerosol field (see Figure 4). On
RF07 andRF08 chemistrymeasurementswere obtained over the
oceanduring operations near theTrinidadCoastal Site.Although
no chemistry measurements were made at THD the DC-8 bulk
chemistry results can be compared to APS derived mass behind
the UH and UNH inlets.
APS aerodynamic diameters were corrected to volume equiv-
alent diameters using a dry seasalt density of 2.2 g cm−3 without
a shape-factor correction. The filter measurements during RF07
were consistent with nearly pure seasalt in the coarse mode,
with Ca:Mg= 0.18 and Ca:Na= 0.024 (seawater ratios are 0.19
and 0.020). Nearly identical masses from the chemical measure-
ments and calculated from the APS using a seasalt density of
2.2 g cm−3 suggest that there was no significant mass other than
seasalt and that the sample inlet and plumbing to the filters and
APS had essentially the same particle transmission efficiency
(Appendix E). In contrast, the filter data from RF08 showed el-
evated calcium ratios (Ca:Mg = 0.51 and Ca:Na = 0.057) and
the calculated mass from the APS exceeded the sum of the ionic
constituents by about 50%, suggesting that dust was present. As-
suming that 5% of dust mass is soluble Ca, the excess calcium
implies that approximately 20% of the supermicrometer mass
was dust. The added mass reduces the filter:APS discrepancy
to roughly 35%, within one standard deviation of the APS data.
This implies that the seasalt growth factor used in Section 9.2
is an overestimate for ∼20% of the particulate mass. The size
distributions of the dust and seasalt are presumably different,
but we lack size-resolved chemistry, so cannot determine what
fraction of the particles should be assigned a lower growth factor.
Aerosol bulk chemistry measurements were also made dur-
ing both themorning and the afternoon passes of the EDW tower
during flight 8. APS aerodynamic diameters were corrected to
geometric diameters using a dust density of 2.6 g cm−3. Total
dust mass was calculated from the Ca2+ concentration assuming
calcium is 5% by weight of the total dust mass. The table in
Appendix E shows that both the DC-8 bulk chemistry measure-
ments (UNH inlet) and the pooled APS measurements behind
the UH and UNH inlets are indistinguishable from the EDW
tower chemistry measurements for both the morning and the af-
ternoon RF08 flybys.We do note that our assumption of calcium
as 5% by weight of the total dust mass is the best fit to the data
and is uncertain.
Inter-Inlet Comparisons of Aerosol Scattering using APS De-
rived Scattering
Here we use direct measurements of aerosol optical prop-
erties (σsp,coa) to evaluate the optical properties calculated
from the aerodynamically measured size distributions. These
calculations are based on realistic assumptions about particle
densities, refractive indices, particle morphology, and so on.
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FIG. 10. (a) APS derived scattering (Dp > 1.0 µm, ρdust = 2.6 g cm−3, m = l.53-0.00061) vs. TSI nephelometer coarse scattering (λ = 550 nm) during DICE
flights 5, 6, and 8 when aerosol volume is dominated by mineral dust (solid lines). APS derived scattering for ρdust = 2.0 g cm−3 (dashed lines). Correlation
coefficients are excellent but suggest that our estimates of particle density and/or refractive index are inadequate. Plot also shows that the UH inlet captures ∼18%
more scattering particles than the UNH inlet. (b) APS derived scattering (Dp > 1.0 µm, ρseasalt = 2.2 g cm−3, m = 1.5688-0.0i) vs. TSINeph coarse scattering
(1 = 550 nm) during DICE flights 7 and 8 when aerosol volume is dominated by sea salt. The difference of only 4% between the UH and the UNH APS derived
scattering indicates that these two inlets perform identically even when sampling an environment where the aerosol volume is dominated by hygroscopic sea salt
aerosols at high (80–95%) relative humidity.
Below we document the parameter values selected for our
analysis in an effort to standardize our methods with those of
previous publications.
The APS is calibrated with spherical polystyrene (PSL) or
borosilicate glass (glass) spheres of known density (ρPSL = 1.05
g cm−3, ρglass = 2.52 g cm−3). Aerodynamic diameters mea-
sured by the APS are slightly larger than the true aerodynamic
diameters (Dc) due to small-scale turbulence in the flow field
induced by the APS on the aerosol particles (near-particle non-
Stokesian flow). For 1.0 µm particles this difference is 3.5% for
ρ = 2.6 g cm−3 or, 3.0% for ρ = 2.2 g cm−3 at T = 298.15K. At
10 µm the difference is 15% and 12%, respectively. Corrected
aerodynamic diameters (Dc) were transformed to geometric di-
ameters (Dg) assuming that the particles are spherical and that
the densities are the same as used in the Stokes correction (Peters
et al. 1993). Light scattering coefficients (550 nm) were calcu-
latedusing a refractive indexofmdust =1.53–0.0006i formineral
dust (Clarke et al. 2004) and a refractive index for dry sea-salt of
mseasalt =1.5688–0.0i (Tang et al. 1997). Although the real part
of the dust refractive index is uncertain and could vary between
1.5 and 1.7,we aremost interested in relative agreement between
instruments so can ignore this contribution to uncertainty.
Inter-instrument performance of the various APSs generally
agreed within about 15% for Dae ≥ 0.84 µm (Figure 2, right
panel). By transforming the APS aerodynamic diameters to ge-
ometric diameters and then applying Mie scattering theory we
can use the APS size distributions to calculate σsp,coa for Dae ≥
1.0 µm. This allows us to compare supermicrometer scattering
measured by the TSI nephelometers (UH σsp,coa = UH σsp,tot
– UH σsp,sub) behind the UH inlet to the supermicrometer scat-
tering size distributions measured behind each inlet. Also, we
can then compare supermicrometer scattering size distributions
measured behind each inlet to those from the EDW tower distri-
bution. This is a second means of evaluating inter-inlet perfor-
mance and the inlet’s ability to sample optically relevant super-
micrometer aerosols.
Figure 10a shows the linear regression between calculated
and measured σsp,coa below 300 m over Rogers dry lake during
flights 5, 6, and 8. Figure 10b shows the results from the ma-
rine aerosols measured during flights 7 and 8. Once again, the
regression intercepts were forced through zero because offsets
were all less than 2.0 Mm−1.
The mineral dust cases indicate closer agreement between
calculated andmeasured σsp,coa behind the UH inlet compared to
either LaRCorUNH.The slope of the regression for theUHAPS
derived scattering compared to the measured scattering (σsp,tot
minus σsp,sub) is 0.66. This underestimate could be linked to the
assumption that dust particles are spherical. Since dust particles
are not spherical but rather angular or fractal in shape they have
a higher surface area to mass ratio than spherical particles. This
leads to more rapid acceleration in the APS sensing volume and
under-sizing. In Figure 10a dashed lines are the results after
applying the empirical Reid et al. (2003a) “effective density
correction” of 2.0 g cm−3 for mineral dusts. Coarse σsp,550 is
still underestimated by 12% but within measured differences in
APS performance (Figure 2), although uncertainties in density,
refractive index, and shape factor may also contribute to the
difference.
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In the marine environment the UH and UNH APS derived
supermicrometer scattering is identical within instrument per-
formance differences (Figure 10b). Themodified LaRC inlet ap-
pears to be losing approximately 50% of the supermicrometer
aerosol responsible for light scattering measured behind the UH
inlet. This value is consistent with the 45% loss of coarse mode
scattering as measured by the Radiance Research nephelometer
behind the LaRC inlet.
Comparison of Airborne and Ground-Based Scattering
Calculated from APS Size Distributions
Since aerosol scattering efficiency per unit mass is approxi-
mately inversely proportional to diameter for supermicrometer
sizes, we expect better agreement between values of supermi-
crometer scattering calculated from the size distributions than
agreement between supermicrometer volume (Appendix Table
F). In other words, while the small number of large particles lost
in the UH and UNH inlets/plumbing account for 67% and 52%
of the supermicrometer volume during RF08 Pass #1 (Figure
9a), they should account for a smaller percentage of the super-
micrometer scattering.
Figure 9b show the inlets’ scattering size distributions for
RF08 pass #1 compared to the tower distribution. For RF08 pass
#1 supermicrometer scattering behind the UH inlet/plumbing
was 88% (14/16Mm−1) of thatmeasured at the tower. Scattering
behind the UNH inlet/plumbing was 75% (12/16 Mm−1) of that
calculated from the tower size distributions.
These results demonstrate that closure between airborne and
ground-based measurements of supermicrometer aerosol vol-
ume can be difficult to achieve, potentially increasing uncertain-
ties associated with supermicrometer measurements of aerosol
mass and chemistry. Aerosol optical properties and aerosol sur-
face area are less sensitive to large particle losses resulting in
better agreement between airborne and ground-based measure-
ments.
Summary
This study was undertaken in order to quantify both the ab-
solute and relative performance of three passive, solid diffuser
type inlets aboard the NASA DC-8 research aircraft. The inlets
were designed separately and have been used by the University
of Hawai’i, NASA Langley Research Center and the University
of New Hampshire to sample aerosols aboard the NASA P3-B
and NASA DC-8 during various field campaigns.
When sampling mineral dust aerosols, σsp,tot and σsp,sub mea-
sured behind the University of Hawai’i solid diffuser inlet was
within 5%of the ground-basedmeasurements in all but one flyby
of theEDWground station.Wedetermined that the outlying case
was the result of small-scale enhancements in the local aerosol
field due to aircraft activity over the runway complex. In the ma-
rine environment, differences between σsp,tot measured behind
the UH inlet and those measured at the NOAA/ESRL Trinidad
Head Observatory were less than 16%. Differences between
DC-8 and THD measurements of σsp,sub were larger than σsp,tot
but were still within 30%. No cause could be determined for
these relatively large differences although measurements were
complicated by high relative humidity (80–95%). Differences in
the 50% cut-size of the submicrometer aerodynamic impactors
aboard the DC-8 and at THD could also contribute to submi-
crometer differences especially for coarse sea salt aerosol and if
the relative humidity at the impactor plates differs.
Inter-inlet performancewas evaluated over theMojaveDesert
through an analysis of light scattering as well as supermicrom-
eter aerosol volume and bulk aerosol chemistry. Comparisons
of aerosol scattering data recorded over the Mojave Desert in-
dicated that the UH and UNH inlets sampled nearly identically
(7% difference) whereas the LaRC inlet failed to pass ∼50%
of the aerosols responsible for supermicrometer light scattering
relative to the UH inlet (see Figure 7a). Evaluations of inlets
based on supermicrometer mineral dust volume responsible for
light scattering (seeFigure 10a) support this finding indicating an
18%difference between theUH andUNH inlets while the LaRC
inlet only sampled ∼60% of the optically effective aerosol mea-
sured by the other two inlets. Filter-based bulk aerosol chemistry
measurements (UNH inlet) and aerosol mass calculated from
APS aerodynamic size distributions (UH and UNH inlets) were
indistinguishable frommeasurements at the EDW tower assum-
ing a dust density of 2.6 g cm−3 (no shape factor correction) and
calcium as 5% of the total dust mass.
In the marine environment, the evaluation of inter-inlet per-
formance was complicated due to the effects of differing in-
strument relative humidity. After attempting to correct for these
effects, estimates of coarse scattering differed by only 13% be-
tween the UH and UNH inlets whereas the LaRC inlet failed to
pass ∼75% of the marine aerosol responsible for supermicrom-
eter light scattering (Figure 7b). Scattering calculated fromAPS
measurements of aerosol volume for the UH and UNH inlets
were within APS uncertainty (difference of just 4%) whereas
the scattering calculated from distributions behind the LaRC in-
let were approximately 50% that measured in the other inlets
(Figure 10b).
In the appendix a statistical analysis using the Student’s t-test
(t0.05(2),(v1+v2)) is used to evaluate the level of agreement between
supermicrometer aerosol aerodynamic volume measured at the
EDW tower and supermicrometer aerosol aerodynamic volume
measured behind each inlet (Table D). Supermicrometer dust
volume measured behind the University of Hawai’i inlet and as-
sociated tubing were statistically indistinguishable from those
measured at the EDW tower for four of the eight flybys. Behind
the University of New Hampshire inlet supermicrometer dust
volume was also statistically indistinguishable from that mea-
sured on the ground in four of the eight flybys. The modified
LaRC inlet performed poorest with supermicrometer dust vol-
ume recorded behind the inlet indistinguishable from the ground
in only one of the eight flybys.
The mean aerodynamic size distributions from the passes
completed under normal operating conditions (i.e., no inlet
swapping) were pooled and compared to the corresponding,
time-integrated distributionsmeasured at the EDW tower. Based
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on these size-resolved results the aerodynamic (ρ = 1.0) 50%
passing efficiency (Dae,50) of mineral dust for the inlets is deter-
mined to be no less than 5.0 and 4.1 µm for the UH and UNH
inlets respectively. However, at the EDW tower few particles
were measured beyond∼5µm in size potentially indicating that
these are conservative estimates of the inlet passing efficiencies.
This is also consistent with the results of Huebert et al. (2004)
for the silicate mass passing efficiency of the UH inlet. The 50%
passing efficiency of the modified LaRC inlet was determined to
be 3.6 µm. The broader shape of the observed efficiency curve
is consistent with light scattering and aerosol volumes ∼50%
those recorded at the EDW tower.
A quantitative determination of the 50% passing efficiency
of marine aerosols (i.e., supermicrometer sea-salt) was not pos-
sible. Ambient aerosol distributions were computed at 95% rel-
ative humidity using a sea salt growth factor of 2.89. In this
instance the UH and UNH APS instruments recorded ambient
diameters as large as 6–8 µm although the efficiency at which
these particles were sampled remains unknown.
Supermicrometer aerosol scattering calculated from APS
size distributions was compared to supermicrometer scattering
calculated from size distributions at the EDW tower. At high
dust concentrations, supermicrometer scattering (σsp,coa) calcu-
lated from the aerosol size distributions differed from the tower
values by only 12% (27%while inlets were swapped) behind the
UH inlet/plumbing despite only measuring 67% (51% while in-
lets were swapped) of the aerosol volume. The UNH calculated
scattering differed from the tower values by 27% (32% while
swapped) while measuring only 52% (46% while inlets were
swapped) of the aerosol volume. These results illustrate that
while sampling supermicrometer aerosol volume through pas-
sive inlets can result in significant losses, this has amuch smaller
impact on aerosol surface area and aerosol optical properties.
Note that the losses evaluated here are the net effect of both
the inlet and transfer tubing to the instruments. Losses were
highest when inlet swapping had occurred, i.e., when transfer
tubing lengths were longest. Estimates from PELTI suggest that
plumbing losses can be on the order of half of all particle losses
(Huebert et al. 2004).
CONCLUSIONS
TheUniversity ofHawai’i solid diffuser inletwas shown to ef-
fectively pass aerosol particles responsible for better than 95%of
total light scattering over the Mojave Desert when compared to
identical ground-based measurements at the Edwards Air Force
Base air traffic control tower (EDW). In the marine environment
total and submicrometer light scattering aboard the aircraft was
within 10%and30%ofmeasurementsmade at theNOAA/ESRL
coastal observatory at Trinidad Head, California (THD).
Over an appropriately scaled integration time, the means of
supermicrometer aerosol aerodynamic volumemeasured behind
the UH andUNH inlets were statistically indistinguishable from
the pooled means measured at the EDW tower in four of the
eight aircraft passes (α = 0.05). Periodically swapping sample
air between instrument racks necessitated longer transfer tub-
ing between the inlets and the instrumentation. This resulted in
enhanced large particle losses and poorer agreement between
the airborne and ground-based measurements at high dust con-
centrations. During lower ambient dust concentrations the aero-
dynamic particle sizer at the EDW tower recorded negligible
aerosol volume above 5.0 µm. At these lower dust concentra-
tions inlet swapping had a smaller effect on the results due to
the high transmission efficiencies of the UH and the UNH in-
lets/plumbing in the 3–5 µm aerodynamic size range.
Based on supermicrometer aerodynamic size distributions,
the University of Hawai’i, NASA Langley and University of
New Hampshire inlets have 50% passing efficiency aerody-
namic diameters of 5.0, 3.6, and 4.1 µm, respectively. Thus air-
bornemeasurements of aerosol size distributions, their chemical
composition, and optical properties can be compared directly to
ground or ship-based measurements when dominated by sizes
smaller than this.
Using a dust bulk density value of 2.6 g cm−3 and ignoring dy-
namic shape factor considerations (results in amore conservative
estimate), the geometric equivalent diameter of these passing ef-
ficiencies are, 3.1, 2.2, and 2.5 µm for the inlets. Thus passing
efficiencies for the UH and UNH inlets are sufficiently reliable
to be comparable with ground-based monitoring standards such
as the EPA’siv PM2.5. However, at higher altitude the ratio of
drag forces to inertial forces is reduced. To estimate both the
aerodynamic and geometric 50% transmission efficiency diam-
eters at the DC-8 flight ceiling (∼12 km) we assume losses are
controlled by phenomenon associated with the particle Stokes
number and ignore the effects of fluid compression at highMach
number. The corresponding aerodynamic diameters at 12 km are
3.2, 2.2, and 2.6. Assuming a spherical particle density of 2.6 g
cm−3 the corresponding geometric diameters are 2.0, 1.4, and
1.6µmat 12 km. Incorporating a dynamic shape factor,χ , would
tend to increase the geometric diameter that can be effectively
sampled but has not been applied.
The DC-8 inlet characterization experiment shows that
the NASA Langley small shrouded diffuser inlet does not
effectively sample supermicrometer aerosols even after modi-
fication to the inlet tip diameter. This confirms the findings of
Moore et al. (2004). Therefore, we recommend caution when
using aerosol optical properties measured behind the earlier
unmodified LaRC inlet aboard the DC-8 during TRACE-P and
SOLVE II.
Particle surface area and aerosol scattering are generally dom-
inated by sizes smaller than 4 µm. The DICE results show that
theUniversity ofHawai’i andUniversity ofNewHampshire pas-
sive solid diffuser type inlets appear adequate for aerosol sam-
pling objectives aboard the NASA DC-8 during INTEX-NA.
However, in environments with more enhanced coarse aerosol
such as Asian or Saharan dust storms or the marine boundary
ivUnited States Environmental Protection Agency.
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layer under moderate to high winds and high relative humidity,
passive inlets will underestimate aerosol volume and, to a lesser
extent, light scattering.
While more sophisticated active aerosol inlets are available,
their deployment aboard research aircraft involves a larger pay-
load, additional power requirements and post-processing in or-
der to properly account for the size dependent enhancements
(Huebert et al., 2004). In contrast the passive solid diffusers’
presented here, require no additional space, operators, or power
requirements. Past evaluations of active versus passive inlet per-
formance (PELTI) on a lower speed aircraft (NSF/NCARC-130)
showed that the magnitude of corrections needed for particle
losses in the solid diffuser inlets at large sizes were compara-
ble to corrections needed for particle enhancements in the Low
Turbulence Inlet (LTI). However, direct comparisons to ground
based measurements like those presented here were not con-
ducted during PELTI, nor were the comparisons subject to sta-
tistical analysis.
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APPENDIX
In the preceding manuscript we evaluated, as a percent
difference, the relative agreement between airborne and ground-
based measurements of aerosol size distributions and their op-
tical properties. Here we tabulate the results of two-tailed Stu-
dent’s t-test in order to evaluate whether or not the mean values
measured aboard theDC-8 aircraft are statistically indistinguish-
able (Ho) or statistically distinct (Ha) from those measured at the
ground stations for α = 0.05.
The Student’s t-test requires that the population being tested
be normally distributed and that variances are equal. The f-test is
used to test for equal variance and in many cases fails. However,
with regard to deviations from non-normality the t-test is more
robust than the f-test particularly when the test is two-tailed and
when the sample population suffers from low sample numbers
(Zar 1974). Because our test is two tailed and suffers from low
sample numbers (after pooling the data) and since we do not
know if aerosol light scattering/volume is normally distributed
in the ambient environment, we feel that the t-test is the best
measure of inter-platform agreement even when the data do not
meet the f-test criteria. The use of non-parametric rank-sum tests,
such as the Mann-Whitney test, did not obviate problems with
the two-tailed Student’s t-test.
With regard to low sample numbers we are confronted with
the fact that calculated means and variances aboard the DC-8
and at the ground station are not equal in space or time. In order
to compare the scattering values or the distributions we must
compare them over similar airmass volumes. This is accom-
plished by using the ratio of the DC-8 true airspeed (TAS) to
the wind speeds (WS) measured at the EDW and THD towers.
In the manuscript this is referred to as the “integration time” for
the ground-based measurements. During DICE this ratio was as
low as 9:1 and as high as 60:1. At EDW the aircraft and the
ground station data share a common time base of 5-seconds.
Scattering data at THD is recorded at 60-second intervals while
switching between “Total” and “Submicrometer” scattering ev-
ery 5 minutes. Thus five 5-second aircraft measurements cor-
respond to between 46 and 301, 5-second samples at the EDW
tower but as few as eleven, 1-minute samples at the THD tower.
Variability of aerosol properties at the EDW tower is high due to
airmass heterogeneity at micrometeorological scales. The occa-
sional sampling of large aerosols results in coefficients of vari-
ation at the EDW tower that are higher than those measured
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aboard the aircraft. Consequently, when comparing the aircraft
data to the tower data, acceptance of the Students t-test null hy-
pothesis is more easily achieved. To be more accurate in our
comparison, variability at the EDW tower should be “smeared”
into five “pooled” data points (Npool as opposed to Ntot in Tables
A, B, D, E, and F). The coefficients of variation of the pooled
EDW tower means are comparable to those measured aboard
the aircraft. This operation is not performed on the THD data
set as each data point is already a 1-minute average. The effect
of pooling the data is to increase the frequency of acceptance for
the f-tests (a test for equal variance) but decreases the number of
aircraft passes thatmeet the t-test criteria (a test for equalmeans).
Appendix Tables A and B tabulate the results of two-tailed
t-tests performed on the TSI model 3563 3-λ nephelometer scat-
tering data during each aircraft pass. In Appendix Table C the
mean and standard deviations of the aircraft data collected in
the 50–150 meter altitude range during vertical profiles is com-
pared to the EDW and THD tower values over this so called
aircraft “dwell time.” Since these results do not compare iden-
tical airmass volume, statistical analysis using the t-tests is not
appropriate. Also contained in Appendix Table C are the mean
and standard deviations of total and submicrometer light scat-
tering measured at the THD tower during DICE flight 8 and
the corresponding data from the 15-minute level leg flown “up-
wind” of the THD site. Differences between wind speed and
TABLE A
Student’s t-test comparing light scattering λ = 550 nm) measured aboard the NASA DC-8 behind the University of Hawai’i solid diffuser














Ho: µ1 = µ2
































































































































1Computed as the square root of the sum of squares of the standard deviation of the mean and the TSI nephelometer uncertainty (0.4 Mm−1
for a 25 s sample).
wind direction measured at THD and those measured aboard
the DC-8 values over the open ocean magnify sampling uncer-
tainties. Therefore we feel a more rigorous statistical analysis is
not warranted.
Appendix Table D compares supermicrometer aerosol vol-
ume measured behind each inlet by the TSI model 3321 APS.
Appendix Table E compares filter-based aerosol chemistry mea-
surements at the EDW tower to those measured behind the UNH
inlet aboard the DC-8 as well as calculated mass from APS size
distributions. Strictly speaking the filter-based chemistry mea-
surements do not sample equivalent airmass volumes. This is a
technical limitation of the technique and we include a statistical
analysis for completeness noting that our estimate of dust mass
being composed of 5% Ca2+ by weight is the best fit to the data
and highly uncertain.
Appendix Table F compares supermicrometer scattering
values calculated from the APS aerosol size distributions in
order to evaluate how large particle losses affect our ability
to calculate aerosol optical properties. Since supermicrometer
light scattering was dominated by particles smaller than ∼5 µm
duringDICE and since the 50%passing efficiency of theUH and
UNH inlet is better than 4 µm, there is better relative agreement
between airborne and ground-based calculations of light scat-
tering than between measurements of supermicrometer aerosol
volume.
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TABLE B
Student’s t-test comparing light scattering (λ = 550 nm) measured aboard the NASA DC-8 behind the University of Hawai’i solid
diffuser type inlet to the values measured at the NOAA/CMDL observatory at Trinidad Head California during DICE.
DICE
Flight







Ho: µ1 = µ2












































































































































Total and submicrometer aerosol light scattering (λ = 550 nm) measured behind the UH solid diffuser inlet during vertical profiles
compared to the EDW and THD towers. Aircraft means and standard deviations are for all data collected over the 50–150 meter altitude

























































Sea salt 23:30:30−24:35:30 33 186 11 9.9 0.7 0.7 −5.6%
Total-upwind
23:30:30−25:57:35 71 186 12 9.9 1.4 0.7 −16%
Submicron-upwind
23:24:30−24:41:30 39 186 6.3 5.6 0.6 0.6 −11%
Submicron-upwind
23:24:30−26:05:30 75 186 6.2 5.6 1.1 0.6 −9.2%
RF08 Total-profile
18:05:00−18:56:00 27 401 24 25 0.6 2.8 4.8%
Submicron-profile
18:05:00-18:56:00 30 401 12 15 0.6 1.3 28%
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TABLE D
Student’s t-test comparing APS aerosol aerodynamic volume measured aboard the NASA DC-8 to the values measured on the air













Ho: µ1 = µ2

































































































































































































∗Tower flybys where UH and UNH inlet were swapped.
#Tower flybys where UH and LaRC inlet were swapped.
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TABLE E
Filter-based bulk aerosol chemistry measurements at the EDW tower compared to filters behind the UNH inlet aboard the DC-8
and to aerosol mass calculated from APS volume equivalent diameters behind the UH and UNH inlets using a sea salt density of













































































Comparison of EDW Tower APS and DC-8 APS supermicrometer aerodynamic volume and APS derived (λ = 550 nm, m =
1.53 - 0.006i.) light scattering for both the morning (high dust) and afternoon (low dust) test periods during DICE flight 8.
























































































































































*Tower flybys where UH and UNH inlet were swapped.
#Tower flybys where UH and LaRC inlet were swapped.
